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EXAMINER ______________________________ 
 
Philips Electronics XPERT MPD X-Ray Diffraction System 
 Control Unit: PW3040 
 Goniometer: PW3050 (Theta/Theta) 
 Generator: PW3040 
 X-ray tube: Cu 
 Used radiation: K-Alpha 
 Detector: PW3011 (Miniprop.) 
 
Measurement program: Explosives 
 
Start angle (o2Theta):  5 
End angle (o2Theta):  75 
Step size (o2Theta):   0.04 
Time per step(s):   1.00 
Generator kV:   45.0 
Generator mA:   40.0 
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